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Multielement Synthetic Transmit Aperture Imaging
Using Temporal Encoding
Kim Løkke Gammelmark, Student Member, IEEE, and Jørgen Arendt Jensen, Senior Member, IEEE
Abstract—A new method to increase the signal-to-noise ratio
(SNR) of synthetic transmit aperture imaging is investigated. The
approach utilizes multiple elements to emulate a spherical wave,
and the conventional short excitation pulse is replaced by a linear
frequency-modulated (FM) signal. The approach is evaluated in
terms of image quality parameters in comparison to linear array
imaging. Field II simulations using an 8.5-MHz linear array trans-
ducer with 128 elements show an improvement in lateral resolution
of up to 30% and up to 10.75% improvement in contrast resolution
for the new approach. Measurements are performed using our ex-
perimental multichannel ultrasound scanning system, RASMUS.
The designed linear FM signal obtains temporal sidelobes below
55 dB, and SNR investigations show improvements of 4–12 dB.
A 30 mm ( 45%) increase in penetration depth is obtained on a
multitarget phantom with 0.5 dB/[cm MHz] attenuation. Further-
more, in vivo images of the abdomen are presented, which demon-
strate the clinical application of the new approach.
Index Terms—Experimental ultrasound scanning system, Field
II, linear FM signals, multielement defocusing, synthetic transmit
aperture ultrasound imaging.
I. INTRODUCTION
ONE OF the main problems in ultrasound imaging is thetradeoff between penetration depth and spatial resolution.
The resolution is improved as the frequency increases, but the at-
tenuation in soft tissue also increases with increasing frequency.
Thus, to increase the penetration depth while the resolution is
maintained, the transmitted energy must be increased. This can
be done by increasing the amplitude and/or the duration of the
excitation pulse.
The United States Food and Drug Administration (US FDA)
has introduced preamendments upper limits on the acoustic
output of an ultrasound scanner [1], to avoid damage to the
tissue and pain to the patient. These limits concern the me-
chanical index (MI), the derated spatial-peak-temporal-average
intensity ( ), and the derated spatial-peak-pulse-average
intensity ( )1 [1], [2]. MI is proportional to derated peak
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1The thermal index (TI) has not been included in the analysis in this paper.
rarefraction pressure [3], while and depend both
on pulse shape and duration [2].
The peak pressure in the tissue is proportional to the peak
amplitude of the excitation pulse. For the conventional imaging
techniques like linear array imaging the peak amplitude of the
short excitation pulses used can, therefore, not be increased to
overcome the loss in penetration depth, when high frequencies
are used. This is because the limit is reached much ear-
lier than the limit for these systems due to the transmit
focusing. For short pulse systems in general, the limit
is very often reached much earlier than the limit, which
limits the amplitude of the excitation pulse. Thus, to increase the
penetration depth, the temporal energy and, thus, , must
be increased. This is done by increasing the duration of the trans-
mitted pulse. For this purpose, the conventional pulse cannot be
used, since the axial resolution is inversely proportional to the
bandwidth (after matched filtering). Thus, some type of tem-
poral encoding is necessary. This requirement is satisfied by
linear frequency-modulated (FM) signals [4], [5], which have
been used in radar systems for decades, because of their com-
pression ability. These signals have recently been applied in
ultrasound scanners [6]–[10], and they have shown good per-
formance in terms of increased penetration depth, while main-
taining the spatial resolution.
Generally, linear array imaging systems obtain a good spa-
tial resolution due to the application of dynamic receive fo-
cusing. The resolution can, however, be improved by increasing
the number of transmit foci. This is often done in modern ultra-
sound scanners at the expense of a reduction in the frame rate
proportional to the number of foci. One way to obtain high spa-
tial resolution, while keeping the frame rate high, is to use the
synthetic transmit aperture (STA) imaging technique [11]. The
inherent nature of this technique makes it possible to generate
images with dynamic transmit and receive focusing using only
a few transmissions. Therefore, STA imaging offers very high
frame rates, which makes it suitable for real-time three-dimen-
sional (3-D) volumetric imaging. A problem in STA imaging is,
however, the low signal-to-noise ratio (SNR), due to the appli-
cation of a single transmit element. This means that the pene-
tration depth obtained by STA imaging is much lower than that
obtained by linear array imaging, which significantly limits its
clinical application. However, if the SNR can be increased to
that of linear array imaging, images with better image quality
can be generated, while maintaining a high frame rate. For this
purpose the linear FM signal can be applied with great advan-
tage. Also, previous research has shown [11], [12] that the appli-
cation of multielement subapertures in STA imaging to produce
a spherical wave transmission yields spatial resolution results
0278-0062/03$17.00 © 2003 IEEE
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very close to the single element transmission, and also increases
the SNR proportionally to the number of elements used in the
subaperture. Another potential problem in STA imaging is tissue
motion. Although this issue is not considered in this paper, an
example of its influence in abdominal imaging is given in Sec-
tion V using measured in vivo tissue velocities. The example
shows, that the effects of tissue motion on the image quality are
minor, and this is supported by presented abdominal in vivo im-
ages.
This paper investigates the combination of these two methods
to increase the SNR of STA imaging. The approach utilizes
a multielement subaperture to produce a spherical wave with
high power, and the conventional short excitation signal is re-
placed by a linear FM signal. Initially, the principles of clas-
sical STA imaging is presented in Section II along with STA
beamforming. Section III describes the new approach in de-
tail and gives measures of the expected increase in SNR. Sec-
tion IV presents simulation results using Field II, and Section V
presents phantom and in vivo measurement results of the ab-
domen using our experimental multichannel ultrasound scan-
ning system, RASMUS [13]. All results are compared to corre-
sponding linear array imaging results. The paper is concluded
in Section VI.
II. SYNTHETIC TRANSMIT APERTURE IMAGING
In conventional STA imaging a single element is used at each
transmission to produce a spherical wave that interrogates a
large region of the medium (see Fig. 1). The echoes resulting
from scattering in the medium are recorded using all elements
in the aperture, and the procedure is repeated until a desired
number of elements have been used for transmission. For each
transmission the echoes received by each element in the aper-
ture contain information about all scatterers in the interrogated
region. Since no focusing has been applied on transmit, and the
exact origin of the spherical wave is known, the receive aperture
can be steered in any direction and focused at any point within
this region. Therefore, every point in the image can be formed
independent of each other, and a full image is obtained for every
transmission event with low lateral resolution due to the single
transmit element. Taking into account the full path length be-
tween the transmitting element and the receive elements, when
calculating the beamforming delays (as illustrated in Fig. 2), the
individual low resolution images are both dynamically focused
on receive, and adjusted to obtain dynamic focusing on transmit
in the same operation. Dynamic focusing on transmit is then
obtained subsequently by coherently summing the low resolu-
tion images which forms the final high resolution image as il-
lustrated in Fig. 1.
A. STA Beamforming
This section describes how STA beamforming is performed
and the flexibility in a STA beamformer.
Fig. 2 shows the concept of STA beamforming from a spatial
point of view. The image point to be beamformed is described
by the vector , and the vectors and designate the posi-
tion of transmit element and receive element , respectively.
Letting represent the received echo signal on element
Fig. 1. Illustration of the conventional STA imaging principle. At each
transmission event a single element is fired, and the echoes from the medium
are collected using all elements in the receiving aperture. For each of
these transmission events a complete image is beamformed, and these are
subsequently summed to form the final high resolution image.
Fig. 2. Illustration of STA beamforming from a spatial view point. The time
delay used for picking out the correct sample, in order to obtain transmit and
receive focusing at the illustrated image point, is determined by the absolute
distance between the image point and the transmit and receive elements,m and
n, respectively.
when transmitting with element , then the low resolution
image, , for transmit element is calculated by
(1)
where is the apodization values for receive element ,
is the sound speed, and is the number of receive channels.
The total distance from the transmitting element to
the image point and back to the receiving element is given by
(2)
where the individual distances are defined in Fig. 2. This dis-
tance describes the time at which the scattered signal from the
image point is received at element when transmitting with el-
ement . Keeping the transmit element fixed, deter-
mines which samples should be picked out of the received sig-
nals in order to obtain a receive focus at the image point. How-
ever, keeping the receive element fixed and letting the transmit
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element move, also determines the time shift between
the received signals from different transmissions and, thus, the
shift between the low resolution images. Therefore, when ap-
plying in (1) both dynamic receive focusing is ob-
tained and is adjusted such that dynamic transmit fo-
cusing is obtained, when the low resolution images are subse-
quently summed. Thus, the final high resolution image, ,
with both dynamic transmit and receive focusing, is obtained
by summing the low resolution images (neglecting motion com-
pensation). In particular
(3)
where is the apodization value for transmit element .
In general, the time at which the sample is to be picked out of
the received signals, , does not correspond to an integer
sample number. Therefore, interpolation is needed to find the
correct sample value. If interpolation is not used, a high sam-
pling frequency is necessary in order to limit the increase in
sidelobe and grating lobe levels, due to the phase quantization
[14]. An alternative to using interpolation, which can be hard-
ware demanding, is to use phase rotation in the digital beam-
former as suggested by O’Donnell and coworkers in [15].
The advantage of the above beamforming scheme is that only
one interpolation operation is needed to obtain compared
to normally two, when transmit and receive focusing is sepa-
rated. This is both cost and time efficient and reduces interpo-
lation artifacts.
The transmit and receive apodization values can be used to
generate any type of dynamic aperture and dynamic apodization
function in order to obtain the desired beam shape. The dynamic
aperture is typically selected to grow linearly, while keeping a
constant F-number. This ensures a constant beam width until
the aperture is fully opened. The shape of the dynamic apodiza-
tion function determines the tradeoff between sidelobe levels
and lateral resolution. Note that any point in the image can be
beamformed independently of all other image points using the
above scheme.
III. TEMPORALLY ENCODED MULTIELEMENT (TMS)
STA IMAGING
The objective of this paper is to investigate a new approach
to increase the SNR of conventional STA imaging. It is called
temporally encoded multielement STA (TMS) imaging, and
it is based on the combination of multielement STA imaging
with linear FM waveforms. These two techniques are described
briefly in the following.
A. Multielement STA Imaging
The major drawback of STA imaging is the low SNR. Since
a single element is used at each transmission the SNR is very
low compared to, e.g., linear array imaging, which significantly
limits its clinical application. To overcome this, a subaperture
consisting of multiple grouped elements can be used to emulate
the radiation pattern of a (virtual) high power point source, i.e.,
a spherical wave, and hereby increase the SNR. This concept
is called multielement synthetic transmit aperture imaging, and
it has previously been investigated by Karaman and coworkers
Fig. 3. Illustration of the setup used when calculating the transmit delays for
emulating a spherical wave emitted from a virtual high power point source
positioned behind the subaperture.
[11] with respect to application in hand-held scanners, and by
Lockwood and coworkers [16] with the purpose of 3-D ultra-
sound imaging. Both groups show that by properly delaying the
individual elements in the subaperture, good approximation to
a spherical wave can be obtained along with a significant im-
provement in SNR.
The defocusing delay for each subaperture element can be
calculated as illustrated in Fig. 3. The position of a virtual point
source is selected behind the center of the subaperture with a
certain axial distance selected, e.g., as a fraction of the subaper-
ture size. Given the subaperture elements coordinates and the
center of the subaperture, the defocusing delay for a specific
element is then calculated by
(4)
where is the vector from the virtual point source to the el-
ement, and is the vector from the virtual point source to the
subaperture center.
The position of the virtual point source, which produces the
best emulation of the spherical wave, is not straight forward to
calculate, because it depends on the interference between the
waves from the individual subaperture elements and their ra-
diation patterns. If the virtual source is moved away from the
subaperture, the beam will become increasingly flat and narrow,
and at some point yield a nearly plane wave for the given sub-
aperture. The virtual element cannot be moved too close to the
subaperture either, because the difference between the transmit
delays becomes too large to obtain a coherent wavefront. There-
fore, the proper location of the virtual point source should be
investigated through simulations. These results are presented in
Section IV.
B. Temporal Encoding Using Linear FM Signals
Linear FM signals have been used in radars for decades
because of their distinctive feature of serving as both a long
emitted and a short compressed pulse simultaneously. In med-
ical ultrasound imaging, one of the first frameworks for using
coded signals to improve the penetration-resolution problem
was described by Takeuchi in 1979 [6]. Since then several
authors have investigated different approaches and schemes to
fully utilize their capabilities and improve their performance
(e.g., [7], [10], and [17]–[19]).
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Fig. 4. Top left: Modified linear FM signal with a 7-MHz center frequency and 7-MHz bandwidth. A Tukey window with a duration of 10% has been applied.
Top right: Modified compression filter using a Chebychev window with 70 dB relative sidelobe attenuation. Bottom: Compression output for the conventional FM
signal (dashed) and the modified FM signal (solid). The effect of a linear array transducer has been introduced in the compression outputs.
The conventional linear FM signal is described in [4] as
(5)
where is the amplitude, is the center frequency, is the
frequency sweep (the bandwidth), and is the duration of the
signal. The matched filter to in (5) is given by
(6)
Assuming is the waveform received from a point target, the
compressed radio-frequency signal becomes [4]
(7)
where is the time-bandwidth product, ,
and higher frequency terms have been neglected. Considering
only the envelope of , this has approximately the shape of
a sinc-function. Assuming is large (generally above 20 as
mentioned by Blinchikoff and Zverev [4]), the envelope of ,
, becomes a sinc-function
(8)
The dB width of this function is , which
shows that the temporal (axial) resolution can be improved by
increasing the bandwidth. This is advantageous when using high
bandwidth transducers.
An example of the compression result in (8) is shown as the
dashed curve in Fig. 4 (bottom). The influence of an 8.5-MHz
linear array transducer has been introduced, and the parameters
for and are MHz, MHz, and
s. As seen the temporal sidelobes are around 40 dB, which
is not sufficient for medical imaging. To reduce the sidelobes,
previous research has shown that this can effectively be done by
applying amplitude weighting on the linear FM signal and com-
pression filter [8], [19], [20]. In this study, a Tukey window with
a 10% duration is applied on the linear FM signal, and a Cheby-
chev window with 70 dB relative sidelobe attenuation is applied
on the compression filter . The modified linear FM signal
and compression filter are shown in the left and right parts of
Fig. 4, respectively. The same parameters as given above have
been used. The compression output is shown as the solid curve
in bottom figure. As seen the temporal sidelobes have been re-
duced below 60 dB, which is adequate for clinical imaging.
C. Signal-to-Noise-Ratio
The (peak) SNR after matched filtering is proportional to the
energy in the received signal [4]. Also, the peak compression
output is proportional to the energy in the linear FM signal as
seen in (8). Thus, the analysis can be simplified by only consid-
ering the energy, when comparing the SNRs obtained by linear
array imaging and TMS imaging.
The noise in the system includes both analog electronics noise
produced in the front-end of the system, and the quantization
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noise generated by the analog-to-digital converters (ADC) on
each channel. These noise sources are assumed to be white and
uncorrelated between channels. The quantization noise power
is determined by the resolution of the ADC, and it is indepen-
dent of the input signal and the imaging technique. Therefore,
the influence of the quantization noise can be discarded under
the assumption, that the input signal fills a significant part of
the ADC input range, which is generally achieved in practical
systems. Thus, only the analog electronics noise is considered
in the analysis.
It is assumed, that the received signals from each channel are
perfectly phase aligned. In this case there is no difference be-
tween transmitting with the same aperture times or with
different apertures with the same size. Thus, the beamformer can
be regarded as simply averaging the received channel signals.
Furthermore, attenuation and diffraction effects are not included
in this analysis, and it is assumed that no amplitude weighting is
applied to the transmitted waveforms and receive filters. Using
these assumptions a simple model for the improvement in SNR
can be established. For linear array imaging, the energy in the
received signal for a single element from a point target
at the acoustic focus can be approximated by the number of
transmit elements squared times the duration of the trans-
mitted pulse
(9)
As shown experimentally by Karaman and coworkers [11], the
amplitude of the wavefront created by the defocused subaper-
ture consisting of elements is proportional to . Thus,
the energy in the received signal for a single element for
TMS imaging is
(10)
where is the duration of the transmitted FM signal. As men-
tioned above the beamformer is considered as simply averaging
the individual channel signals. Denoting the number of receive
channels for linear array imaging , the SNR in the linear
array image is proportional to
(11)
since the noise is white and uncorrelated between channels.
From the description of STA beamforming, (3) in combination
with (1) states that in TMS imaging averaging is done over
receive channels and transmit events. Thus, the SNR in the
TMS image is proportional to
(12)
The ratio between (12) and (11) gives the improvement in
SNR
(13)
This assumes that the noise is stationary and described by the
same probability density function for both systems. If a better
SNR is to be obtained by TMS imaging, this ratio needs to be
greater than 1.
In this study, a subaperture of elements will be
used. The applied FM signal has a duration of s,
and the transducer has 128 transmit and receive elements, which
results in transmissions. Using (13) and a linear array
imaging setup of , , and a 2 cycle
sinusoid excitation at 7 MHz, it is found that
dB. This indicates that a significant increase in SNR is to be
expected.
In general, the energy in the waveform received from a point
target is not directly related to the duration of the transmitted
pulse. Rather, it depends on both the duration and the shape.
The approximation used to obtain (9) and (10) holds if the re-
ceived waveform has a rectangular envelope, but under normal
conditions this is not obtained due to the finite bandwidth of the
transducer. Also, as mentioned previously, amplitude weighting
is applied on the linear FM signal and compression filter for tem-
poral sidelobe reduction. Therefore, the actual improvement in
SNR may differ slightly from result above, because these fac-
tors have not been included in the model for simplicity. Their
influence is investigated further in the next section.
IV. SIMULATIONS
Simulations are done using Field II [21], [22] to compare the
performance of TMS imaging to linear array imaging on a the-
oretical basis in terms of spatial and contrast resolution.
The transducer model used is a 128-element linear array aper-
ture with a center frequency of 8.5 MHz and a relative band-
width of 60%. The pitch is 0.208 mm and the element height is
4.5 mm. The transducer has an elevation lens with a focal point
at 25 mm. The impulse response of the receive elements is set
to the pulse-echo response measured from a plane reflector in
water using a delta excitation for the transducer used for the
measurements in Section V. Thus, the impulse response of the
transmit aperture is set to a Dirac delta function. In this way, the
simulation model resembles the true situation more accurately.
For linear array imaging a 64-element aperture is used for
transmission and all 128 elements are used in receive. A two-
cycle sinusoid at 7 MHz weighted with a Hanning window is
used as excitation signal, and no transmit apodization is ap-
plied. The received signals are filtered using a matched filter,
and beamformed using dynamic receive focusing with updated
delay curves for every second sample. The number of lines in
the image and their spacing is calculated from the highest spa-
tial frequency of the point spread function (PSF) to satisfy the
spatial Nyquist theorem. This results in images with line counts
between 132 and 165 for transmit foci at 50 and 40 mm, respec-
tively.
TMS imaging is done using a 33 element subaperture and 128
receive elements, which results in 96 emissions. The excitation
signal is the linear FM signal displayed in Fig. 4 (top, left). It
has a duration of 20 s, a center frequency of 7 MHz, and a
bandwidth of approximately 7 MHz. The FM signal has been
weighted with a Tukey window to reduce the temporal side-
lobes. The corresponding compression filter is also shown in
Fig. 4 (top, right). A Chebychev window has been applied to
reduce the temporal sidelobes in the compression output. The
position of the virtual point source is chosen such that the dis-
tance to the subaperture is equal to the size of the subaperture.
This has been determined through wavefront simulations [23].
A Tukey like window function is applied on the subaperture to
reduce the influence of edge waves on the PSF. The resulting
PSF is shown in Fig. 5 (top), and the corresponding PSF when
Authorized licensed use limited to: Danmarks Tekniske Informationscenter. Downloaded on February 24,2010 at 09:43:11 EST from IEEE Xplore.  Restrictions apply. 
GAMMELMARK AND JENSEN: MULTIELEMENT SYNTHETIC TRANSMIT APERTURE IMAGING USING TEMPORAL ENCODING 557
Fig. 5. PSFs obtained when using a defocused 33 element subaperture (top)
and a single transmit element (bottom). The virtual point source for the multi
element subaperture is placed behind the center of aperture at a distance equal
to the size of the subaperture itself. The distance between the contours is 12 dB.
Notice the slightly wider multi element PSF, which indicates a slight degradation
in lateral resolution compared to the single element transmission.
using a single transmit element is shown in the bottom part of the
figure. As seen, the two PSFs are very similar, but the multiele-
ment PSF is a bit wider in the lateral direction, which indicates a
slightly degraded lateral resolution. STA Beamforming is done
with dynamic transmit and receive focusing as explained pre-
viously in Section II-A, and the received echo signals on each
channel are compressed prior to beamformation. For both linear
array imaging and TMS imaging, a dynamic receive aperture is
used with an expanding modified Hamming window with edge
levels at 12 dB. The aperture opens at an F-number of 2.
A. Acoustic Output and SNR Simulations
When comparing two imaging techniques it is important that
both their acoustic outputs are within the official limits. The US
FDA has set pre-Amendments upper limits on the acoustic out-
puts which may occur in the human body. These are:
mW/cm , W/cm , and [1]. The
measurement of these parameters are done following the guide-
lines set by the American Institute of Ultrasound in Medicine
(AIUM) [2]. A simulation can, however, be done following the
same guidelines to give a theoretical measure of the acoustic
output. The US FDA limits are global maximum values. MI and
are taken at the spatial location, where the derated pulse
intensity integral ( ) is maximum, while is taken at
the spatial location of its global maximum [2]. For both linear
array and TMS imaging this will occur on-axis of the trans-
ducer, but at different depths. For TMS imaging and
occur at the acoustic focus of the elevation lens at
17 mm. For linear array imaging occurs at the lat-
eral acoustic focus at 38 mm (geometric focal point at 40 mm),
while occurs at the acoustic focus of the elevation
lens at 17 mm. To ease the comparison, the amplitudes of both
excitation signals have been set equal and scaled such that linear
array imaging reaches the limit. In this case the obtained
values are for linear array imaging: W/cm ,
mW/cm , , and for TMS imaging:
W/cm , mW/cm , .
As seen, MI and are lower for TMS imaging due to the
linear array transmit focus, and for TMS imaging is sig-
nificantly higher than linear array imaging. Compared to the US
FDA limits, however, for TMS imaging is a factor of 2.4
larger than the FDA limit, while both MI and are signif-
icantly below the limits. Since the acoustic output of a scanner
must comply with all the limits, the excitation voltage for TMS
imaging needs to be reduced by a factor of com-
pared to the linear array excitation voltage in order to satisfy the
requirements. This reduction will affect all the output measures.
Alternatively, the duration of the linear FM signal can be re-
duced by a factor of 2.4, which will only affect . It should
be noted, that nonlinear effects are not included in this analysis
as well as measurement noise, hydrophone effects, etc. Also,
this analysis assumes that it is possible to apply excitation volt-
ages in the scanner to reach the FDA limit, which will
depend on the front-end electronics and transducer, and, thus,
the limit might not be reachable in linear array imaging. This is
investigated in further detail in Section V.
It was shown in Section III-C that a significant improvement
in SNR for TMS imaging is to be expected using the imaging
setup described above. The model proposed model does, how-
ever, not account for the deviation from a rectangular envelope
of the excitations and matched filters, and it does not include
the influence of the transducer impulse response and acoustical
effects, e.g., diffraction. Thus, a Field II simulation is used to
take these factors into account and get a closer estimate. The
excitation voltages are set equal for both methods in the anal-
ysis. If, however, the scaling of 1.55 was used, the results pre-
sented below would be reduced by dB.
The simulation is done by calculating the received echo re-
sponse from a set of wires displaced in the axial dimension.
The wires are located on-axis of the transducer at 20–90 mm
with 5-mm spacing. The line corresponding to the position of
the wires is then beamformed for both linear array imaging and
TMS imaging. The ratio between the peak responses for TMS
and linear array imaging is then taken for each wire, and the re-
sults are plotted in Fig. 6. The dashed curve is the result, when
no amplitude weighting of the excitation signals, matched fil-
ters, and receive apertures (no fixed or dynamic apodization)
are used. In this case the difference between the SNR model
described in Section III-C and the simulation is the influence
of the transducer and the acoustics. The linear array data are
beamformed using dynamic receive focusing, and the TMS data
are beamformed using dynamic transmit and receive focusing.
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Fig. 6. Simulated SNR improvement results with (solid) and without (dashed)
the application of amplitude weighting on the excitation pulses, matched filters,
and the receive apertures (no dynamic aperture and expanding apodization
function). The solid curve with circles is for the case when both weighting and
attenuation is used. The attenuation is 0.5 dB/[cm MHz].
The improvement in SNR at 40 mm is 19 dB, which is close to
the 17.3 dB predicted by the model. This result shows that the
model is useful to gain a simple understanding of the parame-
ters, which affect the SNR. It is noted that away from the linear
array focus the improvement increases, which is due to the ap-
plication of dynamic transmit focusing in TMS imaging. The
solid curve is the result using amplitude weighting of the exci-
tation signals and matched filters are used, and when dynamic
apodization is applied in the beamforming. At 40 mm the im-
provement in SNR has decreased to 17.7 dB, which again is very
close to the SNR model. The solid curve with circles shows the
case when both weighting and attenuation is applied. The atten-
uation is 0.5 dB/[cm MHz]. It can be seen that the attenuation
does not have a significant effect until after 60 mm, where the
improvement starts to decrease compared to the case with no at-
tenuation.
B. Spatial Resolution
To investigate the spatial resolution performance, a wire
phantom is simulated with wires located at 20 mm to 120 mm
with 5 mm spacing. The transmit focal point for linear array
imaging was set to 50 mm. Fig. 7 shows the 6 dB lateral (top)
and axial resolutions (bottom) as a function of depth for linear
array imaging (dashed) and TMS imaging (solid), respectively.
The lateral resolution is approximately constant until the
aperture is fully opened at 53 mm. Beyond this depth the lateral
performance of TMS imaging is better due dynamic transmit
focusing. At 120 mm the lateral resolution has improved by
approximately 30%. The performance of the axial resolutions
is seen to be close, but the compression mechanism of the
linear FM signal is more stable with depth.
C. Contrast Resolution
The contrast resolution is evaluated by simulating a cyst
phantom containing sixteen anechoic cysts placed in two
columns with a start depth at 30 mm. The cysts have a diameter
Fig. 7. (top) Lateral and (bottom) axial ( 6 dB) resolution for linear array
imaging (dashed) and TMS imaging (solid), respectively. The results are
obtained from a simulated wire phantom with 5-mm spacing between the
wires. The transmit focal length for linear array imaging was set to 50 mm.
of 4 mm, and they are separated by 10 mm in depth and 5 mm
laterally. All cysts have an amplitude of 40 dB compared to
the surrounding speckle. The linear array transmit focus was
again set to 50 mm, and no attenuation effects are included. The
results are shown in Fig. 8. To enhance the visualization of the
results each image has been divided into two parts as seen. The
left part of the figure shows the results from 25 mm to 65 mm,
and the right part shows the results from 65 mm to 105 mm.
The latter clearly shows the improvement in lateral resolution
for TMS imaging as described in the previous section. This has
a positive effect on the contrast resolution which is improved
for TMS imaging at depths beyond 70 mm. From the images in
the left part of the figure no conspicuous difference in image
quality is seen.
As a measure of the contrast resolution (CR), the following
equation is used:
(14)
where is the intensity inside the cyst, and is the intensity
of the speckle within a region of the same size as the cyst and
at the same depth. This equation gives results between zero and
one, where one corresponds to perfect contrast resolution.
When calculating CR, the original size of the cyst in used and
not the size of the dark region displayed in the images. This is
done to take into account both the influence of the lateral resolu-
tion and the sidelobes and grating lobes. The calculated CRs are
summarized in Table I. For each imaging method the numbers
have been averaged for each depth. In general, these numbers
show an overall improvement in contrast resolution for TMS
imaging. The lowest improvement is about 1% and it is obtained
for the cyst at 60 mm. This is also the first cyst for which the
receive aperture is fully opened. Beyond this depth the contrast
resolution improves and at 100 mm the improvement is 10.75%.
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Fig. 8. Images of the simulated cyst phantom. The images have been divided into two parts with the region 25 mm to 65 mm displayed in the left part of the
figure, and the region 65 mm to 105 mm is shown to the right. In both parts of the figure, the linear array image is shown to the left and the TMS image to the
right. No attenuation effects are included in the simulation.
TABLE I
CALCULATED CONTRASTS FOR THE SIMULATED CYST PHANTOMS
Above 60 mm the contrast resolution has also improved. This is
also expected due to the dynamic transmit focusing.
V. MEASUREMENTS
The measurements are performed using the experimental
multichannel ultrasound scanning system, RASMUS [13].
The system has 128 individually programmable transmitters
capable of sending arbitrary coded waveforms with a precision
of 12 bits at 40 MHz. Sixty-four receive channels can be
simultaneously sampled at 12 bits and 40 MHz, and the 2 to 1
multiplexing in the system enables acquisition of 128 channels
in real-time over two transmissions. The RASMUS system
is remotely accessible and programmed through a developed
Matlab/C-library interface. The system is build using a slightly
modified commercial front-end, which is limited to a supply
voltage of 100 V. In practice, however, 50 V or 100 Vpp
is used. Thus, the system represents a commercially available
scanner.
The transducer used for the measurements has the same
parameters as the transducer used for the simulations. Also, the
measurement setups for linear array imaging and TMS imaging
are the same as those used for the simulations. This has been
chosen to enable direct comparison between the measurements
and the simulations. The filters used for matched filtering and
compression of the received signals have been normalized
equally for both methods to enable a fair comparison, and
the beamforming of the measured data is also done as for the
simulated data.
A. Acoustic Output Measurements
According to the acoustic output simulations presented in
Section IV, the excitation voltage used in TMS imaging needs
to be reduced a factor of 1.55 compared to the linear array exci-
tation voltage to comply with the FDA limits. This analysis as-
sumed that the excitation voltage could be increased to reach the
FDA limit. However, in the RASMUS system, this might
not be achievable due to limitations of the front-end electronics
and heating of the transducer. Also, the simulations did not ac-
count for several practical effects, such as the nonlinear effects,
the influence of the hydrophone, noise, etc., which also will
influence the output quantities. Therefore, the acoustic output
should be measured to obtain a direct relation to the FDA re-
quirements.
Due to current limitations of our measurement setup only
MI and have been measured. The measurements were
done in a water tank according to the guidelines in [2] for both
linear array and TMS imaging. was found on-axis
for both methods, but at 17 mm for TMS imaging and at 40 mm
for linear array imaging (geometric focal point at 40 mm). For
linear array imaging the measured quantities were:
and W/cm , and TMS imaging:
and W/cm . As seen all quantities are signif-
icantly below the FDA limits. In particular, for linear
array imaging is 19 times less than the FDA limit. Thus, the
excitation voltage in the RASMUS system can be increased
times for linear array imaging, assuming a linear re-
lation between the excitation voltage and the pressure, to reach
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Fig. 9. Measured B-mode images and axial projections of a scanned wire phantom using linear array imaging (left) and TMS imaging (right). The phantom
contains four laterally and axially spaced copper wires and water, and the dynamic range in the B-mode image is 60 dB. As seen in the projection image for TMS
imaging, the applied linear FM signal and compression filter yields temporal sidelobes below  55 dB.
the FDA limit. This results in an excitation voltage of approx-
imately 220 V, which significantly exceeds the limitations
of the front-end and the transducer. The companion excitation
voltage for TMS imaging would be V
V, which likewise exceeds the limitation in the front-end. If the
excitation voltage is increased to 100 V, the acoustic output
for TMS imaging will still be below the FDA limit. Keeping
the excitation voltages equal for both methods, therefore, does
not violate the basis for a fair comparison. Thus, the excitation
voltage is 50 V for all measurements. It should be mentioned,
however, that if the power supply voltage could be increased be-
yond 142 V, the excitation voltages would have to be different
for TMS and linear array imaging to comply with the FDA reg-
ulations and to make the comparison fair.
B. Phantom Measurements
The linear FM signal used in both the simulations and mea-
surements has been designed to obtain temporal sidelobe levels
at approximately 60 dB. To evaluate this, a wire phantom con-
taining four wires in water has been scanned. Fig. 9 shows the
B-mode images and axial projections for linear array imaging
(left) and TMS imaging (right). The axial projections are ob-
tained by taking the maximum at each depth in the images. The
dynamic range in the B-mode images is 60 dB. As seen the tem-
poral sidelobes have been reduced to approximately 55 dB,
which is adequate for clinical imaging. Also, it is noticed, that
the lateral sidelobe levels are lower both above and below the
linear array transmit focus. This observation is inspected more
closely in Fig. 10, which shows the lateral projections of the PSF
at depth 70 mm in both B-mode images. The lateral projection
Fig. 10. Lateral projection of the PSFs at depth 70 mm in Fig. 9. The dashed
line is linear array imaging and the solid line is TMS imaging.
is obtained by taking the maximum of each line within the re-
gion containing the PSF. The reduction in sidelobe levels is up
to 15 dB.
The spatial resolution and SNR performance of TMS imaging
is evaluated in the presence of attenuation using a multitarget
phantom with 0.5 dB/[cm MHz] attenuation. Fig. 11 shows the
linear array image (left) and TMS image (right) of a scanned
region containing twisted nylon wires spaced axially by 1 cm.
The dynamic range is 50 dB in both images. The penetration
depth has been increased roughly 3 cm using TMS imaging.
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Fig. 11. Measured linear array image (left) and TMS image (right) on a
multitarget phantom with 0.5 dB/[cm MHz] attenuation. The scanned section
contains twisted nylon wires spaced axially by 1 cm throughout the imaged
region. The dynamic range in the images is 50 dB.
The linear array image has a very low SNR after 70 mm, and
the wires are not visible in this region. No apparent noise is
present in the TMS image, and the wires are, thus, fully visible
throughout the imaged region.
The 6 dB lateral and axial resolutions are evaluated for each
wire in both images in Fig. 11. The results are shown in Fig. 12,
where the lateral resolution is displayed in the top figure and the
axial resolution in the bottom figure. TMS imaging has a better
lateral performance at distances after the linear array transmit
focus due to dynamic transmit focusing. Compared to the sim-
ulation results in Fig. 7, it is noted that the lateral resolutions
follow the same trends, but it is a bit higher in the measurements
due to the presence of attenuation. The axial resolution is better
for TMS imaging throughout the imaged region. This shows that
the linear FM signal has a better axial performance in the pres-
ence of attenuation than the conventional short excitation pulse.
The axial resolution for linear array imaging can, however, be
improved by applying a shorter excitation pulse instead of the
two cycles pulse used in this study. This will though result in
less transmitted energy and, thus, lower penetration and SNR.
For the water SNR the linear array transmit focus was set to 50
mm, and at this depth the SNR improvement is 8 dB. This result
does not compare exactly to the SNR model proposed earlier
and the simulations, which showed an improvement of approxi-
mately 18 dB. There are, however, many factors which cannot be
included in a model and in the simulations. One of these factors
Fig. 12. Lateral (top) and axial (bottom) resolution curves for linear array
imaging (dashed) and TMS imaging (solid). The curves have been obtained by
calculating the spatial resolutions for each wire in Fig. 11.
Fig. 13. Calculated SNR improvement obtained by TMS imaging in water
(dashed) and in a tissue mimicking phantom (solid).
is inefficiency of the measurement system. Therefore, the devi-
ation between the simulation and the measurement result should
be looked upon as a place of possible improvement of TMS
imaging.The improvement in SNR obtained by TMS imaging in
water and for a tissue mimicking phantom is shown in Fig. 13.
The SNR for water was obtained using the wire phantom data
from Fig. 9. For each image and depth the power was calcu-
lated resulting in two signal power vectors. The noise power
in the system generated by each imaging method was obtained
by scanning a water bath with no reflections. For each imaging
method the power of the resulting noise images was calculated,
resulting in a noise power vector. Taking the ratio between the
signal power vectors and the noise power vectors yields the SNR
for each imaging method, and the difference between these SNR
curves at the wire locations is the SNR improvement shown as
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Fig. 14. In-vivo images of the abdomen using linear array imaging (left) and
TMS imaging (right). The dynamic range in the image is 50 dB.
the dashed curve in Fig. 13. Since only one image was used for
calculating the signal power vector, this vector contains noise.
Therefore, the noise power was subtracted from the signal power
vector before taking the ratio. Thus, for a given depth
(15)
where is the signal power, and is the noise power.
The SNR improvement in the tissue mimicking phantom was
obtained using the parts of Fig. 11 not containing wires and the
generated noise vectors from the water bath. The SNR improve-
ment was evaluated at each depth throughout the image, and the
result is shown as the solid curve in Fig. 13. A low-pass filter
has been applied on the curve to make it more smooth.
At the linear array focal point in the phantom (40 mm) the
improvement in SNR is about 4 dB, but it is significantly larger
before and after the focus. At 80 mm, an improvement of 15
dB is obtained and at approximately 90 mm, the SNR of linear
array imaging is so low that the correct values can no longer
be obtained. In general, the SNR follows the same trend as the
simulations, but the curve has been shifted downwards.
C. In-Vivo Measurements
To demonstrate the clinical feasibility of TMS imaging,
in vivo measurements on the abdomen of a 27-year-old male
were performed. The measurement setups for both linear array
imaging and TMS imaging are the same as those used for the
phantom measurements with the linear array transmit focal
depth set to 50 mm. The RASMUS system is setup in an
interleaved mode such that the linear array and TMS scannings
Fig. 15. Same as Fig. 14 but of a different abdominal location. The dynamic
range in the image is 40 dB.
are performed in one long sequence. Thus, data from exactly
the same abdominal position are obtained at the same time,
which enables direct comparison of the images. Figs. 14 and
15 show the results of two scannings at different abdominal
locations. The dynamic range is 50 dB in Fig. 14 and 40 dB in
Fig. 15, and the linear array and TMS images are shown to the
left and right, respectively. The TMS images have both better
spatial resolution and contrast resolution.
When comparing the linear array and TMS images there are
no visible motion artifacts. This may seem surprising since TMS
imaging in theory is more sensitive to tissue motion, because a
complete image is formed at each transmission event and the
images are summed in the end as explained in Section II. As
reported by Trahey and Nock [24], axial tissue motion is the
dominant factor in image quality degradation. Thus, in the fol-
lowing example only axial motion is considered. Using a pulse
repetition frequency ( ) of 5 kHz, the TMS imaging system
described here will have a frame rate of approximately 25
frames/s, due to the 96 emissions and the 2-to-1 multiplexing.
Schlaikjer and coworkers [25] have reported measured tissue
velocities around the Hepatic vein of 10 mm/s over a cardiac
cycle. Using this velocity as the axial velocity of a tissue re-
gion, the total displacement of the tissue from the first to the
last transmission, i.e., the whole frame, is
mm/s
frames/s m/frame (16)
This is compared to an acoustic wavelength of 220 m, as-
suming a sound speed of 1540 m/s and a center frequency of 7
MHz. Thus, the tissue moves approximately during the ac-
quisition of a full high resolution TMS image. This motion will
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occur gradually over the whole acquisition, if the velocity is as-
sumed constant. The displacement between two low resolution
images is, therefore, about 4 m, which is less than 2% of the
wavelength, and the correlation between the images is, there-
fore, high. Also, the axial resolution is observed to be approxi-
mately in Fig. 12. Therefore, it can be concluded that tissue
motion in this case will not have a significant influence on the
image quality of the TMS image, which is also supported by the
abdominal in vivo images, that show no visual motion artifacts.
VI. CONCLUSION
In this paper a new approach to increase the SNR of STA
imaging has been investigated. The approach combines mul-
tielement STA imaging with the application of linear FM sig-
nals, and it is called TMS imaging. Several simulations using
Field II and phantom and in vivo measurements were performed
to investigate the performance of TMS imaging compared to
linear array imaging. The overall performance of TMS imaging
is better than linear array imaging. The simulations showed an
improvement in lateral resolution of up to 30% at a depth of
120 mm, and general improvements in contrast resolution of up
to approximately 11% were obtained. The phantom measure-
ments showed an increase in penetration depth of 3 cm on a
tissue-mimicking phantom with 0.5 dB/[cm MHz] attenuation.
This corresponds to an increase of approximately 45%. The cor-
responding increase in SNR was 4–12 dB. The in vivo measure-
ments of the abdomen showed better contrast and spatial reso-
lution for TMS imaging and no visual distortion of the images
due to tissue motion.
This paper has shown that the SNR of STA imaging can be
increased to exceed that obtained by linear array imaging. The
result is images with overall better image quality obtained using
fewer transmission events than linear array imaging.
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